Running Title: Protein analysis using multidimensional fluorescence anisotropy.
. Page 3 of 26 contributions and extract relevant and useful analytical information from complex MDF data [33] . Broadly speaking, there are three major approaches to MDF data analysis. First, use multi-way versions of principal component analysis (PCA) to assess how spectra differ. Second, use supervised regression based methods to correlate the observed spectral variations with useful variables like concentration. Third, use multi-way decomposition methods like multivariate curve resolution (MCR) [34] [35] [36] [37] , parallel factor analysis (PARAFAC) [38] [39] [40] . MCR and PARAFAC are used to identify the spectral contributions of individual constituents, which can then be associated with specific fluorophore emission, and component scores can be correlated with concentration. However, even with chemometric analysis, the emission is often not resolvable, so one has to examine the use of other properties to facilitate fluorophore resolution. Combining anisotropy with MDF [41] enabled the differentiation and quantification of fluorophores (protein from free amino acids) with similar emission properties in complex mixtures, based on their rotational speed and hydrodynamic volume, and thus the molecular size, or for macromolecules the mobility/flexibility of the constituent fluorophores.
However, in the course of that study, we noted that in multi-fluorophore proteins like BSA and HSA, anisotropy was not constant across the full emission space. This 4D data generated by aniso-TSFS (excitation wavelength (λ ex ), wavelength offset (Δλ), intensity (I), anisotropy (r)) from proteins was not easy to understand or interpret. To develop a robust analytical methodology for the quantitative analysis of this unusual aniso-TSFS data we took a well-known macromolecule, HSA, which could be reproducibly varied structurally via simple thermal and chemical denaturation. Chemometric methods had then to be evaluated and developed because while there was some available literature on 4-way data analysis [42, 43] , none involved fluorescence anisotropy/polarization.
Comprehensive Aniso-TSFS data were collected from HSA solutions, which have been subjected to both thermal and chemical denaturation. We looked first at the constituent polarized spectral data using MCR to identify each emitter, and then determined how each individual constituent emitter (both fluorescent and phosphorescent) behaved in the different polarization states in terms of spectral emission and contribution. From this, an initial protein-unfolding model was generated that agreed with the extensive HSA literature. Second, we validated the unfolding model by calculating the anisotropy values and aniso-TSFS plots assessing how each emitter behaved in terms of mobility/accessibility changes. It was this combination of methods that provided a unique and very comprehensive picture of how each intrinsic fluorophore was affected by protein structural change. This unique combination of anisotropy, MDF measurements, and factor-based chemometrics was termed "anisotropy resolved multidimensional emission spectroscopy" (ARMES).
Materials and Methods

Materials:
HSA (>99%, essentially globulin free), guanidine hydrochloride GuHCl (>99%), sodium sulphite (>98%) and phosphate buffer saline (PBS) tablets were purchased from Sigma-Aldrich. Potassium iodine was purchased from Riedel-deHaën. All compounds were used without further purification. PBS HSA stock solutions were prepared using sterilized high purity water and were membrane filtered (0.22 µm). All stock solutions were stored at -70 °C and defrosted overnight at 4 °C before aliquoting. For thermal denaturation . Page 4 of 26 studies (10-70 °C, at 10 °C increments), a 1 mg mL -1 HSA solution was used. For HSA chemical unfolding at 25 °C, appropriate amounts were used to prepare 1 mg mL -1 HSA solutions with 0-4 M GuHCl concentrations (0.5 M steps). For the room temperature phosphorescence (RTP) validation, 5 M KI (0.18 mL) and 2 M Na 2 SO 3 (0.36 mL) were added to 3 mL (1 mg mL -1 ) HSA solution to induce the "heavy atom" effect and chemical deoxygenation respectively, and then aniso-TSFS measurements made at 10, 20, and 30 °C [5] .
Fluorescence instrumentation and data collection:
Spectra were measured in triplicate from solutions in 1×1 cm quartz cuvettes using an Eclipse Fluorescence Spectrophotometer (Agilent) fitted with a manual polarizer accessory and a temperature-regulated single cell cuvette holder (Quantum Northwest). TSFS data were collected over an excitation range of λ ex = 270-370 nm and Δλ interval of 20-150 nm (2 nm step increments in each case) with 10 nm excitation/emission slit widths (unless otherwise stated) [41] . For each sample, four differently polarized spectra were collected: vertical-vertical (VV), vertical-horizontal (VH), horizontal-vertical (HV) and horizontal-horizontal (HH) which took ~30 minutes per sample. Anisotropy (r) at each emission wavelength was calculated using the standard anisotropy formula [1] , which was then used to construct aniso-TSFS plots. Accurate calculations required that a reasonable intensity be recorded for each of the four polarization spectra [41] . When spectral intensity dropped below the 10% threshold, anisotropy values generally became unreliable with abnormally high or negative r values (vide infra).
Chemometric methods: Data analysis was performed using MATLAB (ver. 7.0.1), PLS_Toolbox4.0 ® , and in-house written codes. All data were organised with Δλ (mode 1), λ ex (mode 2), and the sample as mode 3. Datasets had dimensions of 66×51×24 (thermal) and 66×46×27 (chemical) respectively. Spectral variance, and number of factors, were first assessed using NPFPCA (noise perturbation in functional principal component analysis) which is a variant form of the functional PCA better suited to noisy data [44, 45] . NFPCA makes use of systematic noise effects and the addition of synthetic noise to produce more reliable results. It then implemented PCA, which relies just on the existing random effect in the data to identify representative eigenvectors. Multi-way decomposition was performed using MCR alternating least squares (ALS) where models were constructed on the augmented matrix datasets with Δλ as the 'spectral' mode and the 'λ ex ×sample' as the 'concentration' mode. Mode 1 loadings represent the 'delta' profiles while mode 2 loadings represent component excitation profiles/spectra.
Results and Discussion
3.1 Spectroscopic Analysis: ARMES first required the accumulation of four separate polarization datasets (HH, VV, VH and HV) and the first thing of note was that the polarized emission intensity of HSA was approximately an order of magnitude lower than standard TSFS measurements (Supplemental information, Fig. S-2 ) which caused a significant reduction in signal-to-noise ratio (SNR). HH and VV spectra were more intense compared to HV and VH due to the more rigid fluorophore environment. HH spectra were always more intense than the VV, because of the better transmittance of the filters in this orientation (see . For HSA, strong emission from Trp and Tyr were observed over λ ex =280-320 nm and Δλ=20-140 nm ranges (corresponding to λ ex =280-320 nm, λ em =300-460 nm EEM ranges). A weaker broad band (λ ex = 290-370/Δλ= 40-150 nm), corresponding to emission band maxima at 444 nm (HH/VH) and 454-460 nm (VV/HV) spectra was ascribed to Trp-214 RTP (vide infra).
TSFS spectra and the constituent emission and excitation maxima were all significantly red-shifted. This was because most standard fluorescence spectrometers (as used here) have polymer thin film polarizers for anisotropy measurements and these typically cut-off below 290-300 nm (SI, Fig. S-3 ) which resulted in distorted MDF spectra. This caused the excitation maxima of the recovered components to be red-shifted by amounts that were equal to the real excitation maximum plus the spectral distance to the cut-off point. For TSFS, emission maxima (λ ex +Δλ) were also shifted towards longer wavelengths by the same spectral distance as the excitation maxima. This also reshaped the polarized TSFS spectra compared to non-polarized spectra (SI, Fig. S-4 ). One advantage of this effect is that it compensated for the lack of tri-linearity in TSFS data which facilitated reliable component recovery using MCR (vide infra). Aniso-TSFS plots ( Figure 1 ) have a distinct striped pattern, which highlighted the significant anisotropy variation across the emission space. This was due to numerous factors including: fluorophore type and number, variability in mobility of fluorophores located in different protein domains, variations in intra-molecular FRET, and changing local chemical environment. In contrast, aniso-TSFS plots of simple fluorophores with single state emission show constant anisotropy values across the entire emission space [41] . HSA aniso-TSFS patterns were very different for thermal compared to chemical denaturation because of the different unfolding pathways. Univariate analysis of average anisotropy values (SI, Fig. S-5 ) did not adequately explain which fluorophores contributed to the anisotropy and pattern changes.
Chemometric analysis:
To identify which fluorophores generated the aniso-TSFS changes, MCR was undertaken on the raw (HH/VV/HV/VH) and aniso-TSFS data. NPFPCA first estimated the number of principal components in the augmented datasets. This showed that there were always four significant components (i.e. fluorophores) present in all four differently polarized datasets, which always explained >99% of the data variance (SI , Table   S -1) . MCR modelling using a confidence level of 0.95, non-negativity constraints, and typically 100 iterations, was repeated three times on each individual replicate set of measurements (no benefit was seen from undertaking more iterations). This yielded emission and excitation profiles ( Figure 2 ), and the scores (confidence intervals calculated from the three replicate measurements) for each component (Figure 3 ) which were used to generate reconstructed TSFS/EEM spectra of the individual components (SI, Fig. S-6 ) as well as the relative contribution of each fluorophore to each measured polarization state. Recovered excitation profiles often appeared to have dual bands, which was an artefact caused by the TSFS data structure. Basically, RTP and amino acid emission can lie along the same Δλ line but with a different λ ex . This meant that MCR may not always recover a pure excitation profile and thus satellite bands were obtained. Nonetheless, it was clear which band was associated with each component. This effect can be eliminated using EEM measurements where the real excitation profiles can be extracted. However, TSFS was preferred over EEM for several reasons. First, with EEM measurements the Rayleigh scatter is an intrinsic component of the data, whereas in TSFS it is not once Δλ > ~20 nm. Rayleigh scatter is strongly polarized, thus any scattered light contamination will generate erroneous anisotropy values [1] [41] . Second, TSFS data can be collected almost twice as fast as the equivalent EEM data which is an issue considering that four TSFS spectra are required for each aniso-TSFS plot. Overall, for proteins the advantage of minimizing Rayleigh scatter artefacts outweighed the excitation profile recovery, however, for unknown analytes, EEM may be more advantageous. Another caveat with MCR of MDF data must be noted, the recovered excitation/emission profiles are invariant, which was a consequence of the linearity requirement for MCR [37] . This meant that the band shifts, which fluorophores experience during environmental/structural changes [1] , were not explicitly extracted by MCR. This information loss about fluorophore environment was however, offset by increased quantitative information provided by the MCR scores. In summary, profiles extracted by MCR represent the best-fit spectra for each population of emitters and the scores give the relative change in contribution, which incorporates changes due to spectral shifts. All components showed higher scores ( Figure 3 ) when the excitation and emission polarizers had the same axis of polarization (VV and HH). This was expected due to the slower fluorophore rotational speed in the more rigid protein. The normalized scores plots show that each component changed at a different rate, which indicated different fluorophore locations and processes at play. Furthermore, using the recovered pure components (Figure 2 ), the anisotropy at each emission wavelength for each component was then calculated (Figure . Page 9 of 26 4). We expected that if the recovered components were real, and not composite signals caused by co-linearity in the data, that then the calculated anisotropy should be relatively constant. This was the case, apart from Comp3, where the feature at Δλ= 45 nm yielded an r value close to one, indicating that this feature was most likely scattering [1] . 
Component assignment:
Component 4 (Comp4) corresponding to Trp-214 (assignment based on peak position (SI, Fig. S-6 ), high emission intensity, and literature references) [16, 18, 30] dominated emission ( Figure 2 ) with ~42-5% of the explained variance (Table 1) . Excitation profiles for Comp3 showed a weak band at ~300 nm and a strong, broad band at ~340 nm, and the corresponding emission profiles were mostly a broad band with a large Δλ of ~110 nm except for the VV data, which also showed a narrow band at Δλ ~45 nm. This narrow band was due to the Raman band of water as it had an anisotropy of ~1.0 and this feature was also present in TSFS spectra of PBS (SI, Fig. S-7) . Comp3, λ em~4 40 nm, originated from Trp RTP, and to prove this, the heavy atom method was used to increase the phosphorescence signal [5] . When MCR was re-run, Comp3 scores increased dramatically corresponding to the expected increase in RTP signal (SI, Fig. S-8/9 ). These results correlate with previously published data on HSA and other proteins, and thus confirm unambiguously the simultaneous observation/resolution of Trp phosphorescence and fluorescence. [5, 46] . [47] , which accounted for the emission blue shift. Most of this second population were all further away (>15 Å) from Trp-214 ( Supplementary, Fig. S-1 ) and should be slightly less FRET sensitive. However, Comp2 shows a weak secondary band at an emission wavelength corresponding to Trp, and we surmise that this may be due to Tyr-Trp FRET involving Tyr-452 (in domain IIIA) which is relatively close. However, anisotropy values calculated in this region are unreliable because the measured intensity of the raw data was too low in 3 out of 4 cases ( Figure 2) [41] . The FRET-anisotropy issue here is very complex because four competing factors are at play: physical separation between the fluorophores and chromophores, emission wavelength, quantum yield, and lifetime, all of which influence FRET and therefore anisotropy. The variation captured by Comp2 was significantly lower than for Comp1 which was a consequence of the emission profile of Comp2 being incomplete as the emission maximum appears close to the lower ∆λ range limit. The Tyr assignments agreed with the RTP study results where we saw a decrease in the contribution from Comp1 (Table 2) as the triplet pathway for Trp emission was facilitated, indicating an interlinked FRET pathway with this Tyr population. The other Tyr population being further away was not affected significantly. The fluorophore assignments and spectral data from the extracted components all agreed with previously published data [46] . To validate MCR Trp/Tyr band assignment, ARMES data was collected from mixtures of Trp and Tyr in glycerol (SI, Fig. S-10 ). MCR analysis showed three components, one for Tyr, one for Trp, and the RTP with similar profiles to those recovered from HSA.
Monitoring thermal denaturation by ARMES:
Comp3 (RTP) showed a consistent rate of decrease down to 70 °C (Figure 3) indicating that thermal quenching of RTP was occurring. When Comp3 MCR scores data from the RTP experiment were normalized we got the same trend and the plot of ln(MCR scores) versus 1/T gave straight-line plots (SI, Fig. S-11 ). This clearly indicated an Arrhenius like process, in other words a bimolecular quenching of RTP. Comp 4 (Trp fluorescence) showed a clear multi-step process in all datasets, with a gradual decrease of MCR scores up to ~40/50 °C, followed by a steep drop between~50-60 °C as the HSA unfolds, exposing Trp-214 to a polar environment. From 60-70 °C there was then again a small decrease. This agreed with the three-step model with the expanded form being generated up to ~40 °C, the second step between 50-60 °C with the unfolding of domain II, . Page 12 of 26 followed by complete, irreversible unfolding at temperatures above ~60 °C [17, 18, [48] [49] [50] . Comp1/2 displayed similar yet non-identical changes in normalized MCR scores, signifying the different locations of the Tyr residues contributing to each signal. Comp1 (Tyr in subdomain IIB) scores changes were closer in profile to Comp4, which may be due to the closeness of the IIA and IIB subdomains, and the resulting change in FRET efficiencies. Tyr residues located in the more hydrophobic IA/IB/IIIA domains (Comp2) show the least dramatic changes, and weakest intensities because of their relatively low quantum yields. Another view of the unfolding processes was obtained by evaluating the anisotropy plots of each component ( Figure 5 ). For RTP (Comp3), anisotropy decreased almost linearly indicating that the observation was a thermal quenching of phosphorescence and that the RTP signal was seemingly independent of the thermally induced structural changes. The Comp3 anisotropy value calculated for 70 °C was almost certainly unreliable, as the measured phosphorescence intensity (as measured by MCR scores) did not agree. This outlier was caused by the very low emission intensity (<5%) recorded for the VV data ( Figure 3 ).
For Comp4 (Trp, subdomain IIA) a linear decrease was observed from 10-40 °C, then a slight decrease in slope between 40-50 °C, followed by an increased anisotropy for 60/70 °C as the protein unfolds. The anisotropy values recovered here at 20 °C were much higher than those reported by other groups such as Flora et al. [17] (0.27 versus 0.18). This was because ARMES recovered only Trp fluorescence, which ensured minimal contribution from RTP or Tyr emission to the anisotropy measurement. At 20 °C, HSA contains ~65-6% α-helix content, which decreased to ~ 53% at 65 °C as denaturation progresses [18, 49] . The anisotropy drop (Figure 5a ) corresponds to loss in rigidity caused by the loss in α-helicity for each subdomain. Above 50 °C, the measured anisotropy increase for Comp2/4 could reflect increased β-structure formation because HSA at 25 °C was reported to have a 5-7% β-sheet content, while long-term exposure at 65 °C gives a ~20% β-content [51, 52] . This is probable since analysis of recombinant domains of HSA indicate that domain II has a relatively high βsheet content of ~34% at 25 °C. .
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The contrast between chemical and thermal denaturation in terms of component anisotropy (Figure 5a/b ) was striking. Measureable changes in protein structure start to occur at GuHCl concentrations of 1-1.5M and with a maximum unfolding at 4M GuHCl where a highly random coil conformation was obtained. Anisotropy plots for each component showed clearly that this was a single step transition between the native and the unfolded states, because the anisotropy change was the same for each emitter. This agreed with previously published results [53, 54] , for example, initial (0M)/final (4M) anisotropy ratios (~1.7) for both Trp components were close the mean lifetime ratio (1.9) from Flora et al. [17] Comparing the MCR scores (Figure 3, and SI, Fig. S-12/13 ) shows very different behavior and it was interesting to note that the Comp3 (RTP) contribution increased in a sigmoidal fashion (centered at 2M GuHCl) as GuHCl concentration increased. This comparison showed unambiguously how fundamentally different the denaturation methods are in terms of effect on intrinsic emission and how ARMES provides another layer of information for structural change elucidation.
Refolded structure analysis:
After thermal denaturation, HSA solutions were cooled overnight to 20 °C and aniso-TSFS data recollected. Neither anisotropy ( Figure 5 ) nor MCR scores ( Figure 3 ) returned to starting values thus proving that the refolded structure after thermal denaturation was different. For example, Comp4 anisotropy (Trp-214) at 20 °C changed from 0.27 in the native state to r=0.31 on refolding after cooling from 70 °C. This was clear proof that refolding of the hydrophobic pocket in subdomain IIA resulted in either a more rigid structure where the local motion of the Trp was restricted compared to native state, or, that the refolded state was more solvent exposed, leading to a Trp lifetime reduction which would account for an increased anisotropy. Here, the second option was more probable, as reports have shown that there was a decreased Trp lifetime for HSA denaturation due to increased solvent exposure after recovery from thermal denaturation. The increased anisotropy was ~11% which was the same as the mean lifetime decrease of 5.28 to 4.72 ns recorded by Flora et al. [17] . This was supported by evaluation of MCR scores (Figure 3) where Comp4 scores were always much less after refolding which indicated higher quenching due to solvent exposure. To understand more about the refolded subdomain IIA state we considered the RTP signal where a slightly higher anisotropy was obtained, which again could be caused by two factors: a change in local rigidity or fluorophore lifetime. However, MCR showed that Comp3 was always greater after refolding indicative of a more restricted environment. This combination of fluorescence and RTP data clearly proves that subdomain IIA, became more rigid, but solvent exposed in the refolded HSA after thermal denaturation above 60 °C. This agreed with Mitra's conclusions from time-resolved and hydration studies that subdomain IIA native structure was not fully recovered upon cooling [18] .
For the Tyr based components, anisotropy recovery on refolding differed. Comp1 recovered to 0.18 (80%) indicating that subdomain IIB did not recover fully to the native state. This agreed with observations that after cooling, the protein recovered to only ~50% αhelicity as subdomain IIB remains unfolded [18, 49] . Comp2 on the other hand recovered to a higher anisotropy of ~ 0.24, indicating that hydrophobic subdomain IIIA refolded into a similar, but more compact structure compared to the native state. This can be explained by . Page 14 of 26 the fact that unfolding of subdomain IIIA exposed a smaller hydrophobic area to the solvent compared to the unfolding of subdomain IIA, which leads to lower structural disruption [15, 55] . This behavior was obvious from the scores plots where the degree of change in Comp1 was greater than that for Comp2.
Conclusions
ARMES can be defined as the resolving of fluorophore emission from mixtures based on the differential emission polarization of the constituent fluorophores caused by variations in rotational correlation times or fluorescence lifetimes, which is achieved by the use of multi-way chemometrics. The ARMES method in this iteration with its combined use of aniso-TSFS and MCR based analysis provides a unique approach for studying protein unfolding/folding/denaturation processes.
Since anisotropy in multi-fluorophore macromolecules was fundamentally sensitive to both emission and excitation wavelengths we get unique spectral data, which can be analyzed using MCR to show how the emission of each fluorophore (or groups of closely related fluorophores) changes in terms of both intensity and anisotropy. The anisotropy element in particular facilitates the resolution of near identical fluorophores, which have overlapping emission spectra. ARMES can be considered as being analogous to time-resolved emission spectroscopy (TRES). However, it does not require the use of complicated time-resolved instrumentation, and furthermore it can resolve overlapping fluorophores that have very similar lifetimes based on their local rigidity.
For HSA in solution, ARMES recovered four emitting species, three fluorescent and one phosphorescent. This resolving of RTP from the stronger overlapping fluorescence was a key advantage of this method. Furthermore, by following the MCR scores of the raw data and the aniso-TSFS data we were able to easily follow the unfolding process and unambiguously identify different processes, and changes in refolded HSA. Even with the limitations of MCR recovered emission/excitation spectra, the method provides a unique tool, which can be used for any multi-fluorophore macromolecular system in its present form.
As with many fluorescence techniques ARMES is non-destructive and relatively rapid, but has distinct advantages in uses standard fluorescence spectrophotometers, requires no extrinsic labels, and delivers a wealth of information simultaneously about all the fluorophores. Another big advantage if the fact that it is also feasible to recover ARMES data from samples in which there is interfering background signals from small molecule fluorophores, enabling in-situ protein characterization, for example in the presence of cell culture media [41] . The current limitations of the method as currently implemented are largely related to the time taken to collect all four constituent HH, VV, HV, and VH measurements and time required for data analysis. This limits its application for kinetic measurements, and reduces the scope for high throughput screening applications. However, these limitations might be overcome through revised spectrometer design and the automation of the data analysis methods.
Supplemental information available
Supporting information is available and includes further details on the spectral and quantitative analyses. 
Note: Polarizer filters & effect on excitation spectra.
The polarizers used in the Cary Eclipse are polymer based thin film based and have a spectral cut-off at ~290 nm (see Figure S-3 ). Below this most of (>99%) the excitation light is absorbed by the filter material and thus there is no excitation. Likewise, in the emission pathway, filter absorption starts to become significant below ~300 nm.
Figure S-8: (Top)
Transmittance spectra of the excitation and emission polarizer filters oriented individually in vertical and horizontal positions, and as crossed, aligned combinations. Spectra recorded using a Shimadzu UV-1601 spectrometer with a 0.2 nm sampling interval. The centre of the polarizer was aligned normal to the light beam. The discontinuity at ~320 nm is due to light source switch over in the spectrometer and is not a feature of the polarizers. (Bottom) Emission-excitation landscape plot of the calculated G-factor for the detection system. The areas of high noise were typically excluded because they had fluorescence intensities below the 10% threshold.
Most standard fluorescence spectrometers use these thin film polarizers as standard for anisotropy measurements. The UV usable range for anisotropy measurements can be extended via the use of UV transmitting wire grid polarizers. However, this was not an option that could be implemented for this study (or is commonly offered as an option in laboratory-based systems). This figure shows that the Raman scatter band of water (O-H stretch, ~3400 cm -1 ) is significantly stronger in the TSFS spectra collected in the VV orientation. The band corresponds to the Δλ ~45 nm feature that appears in the emission profiles extracted for Comp3, the weak RTP emission from Trp (Figure 2 , main manuscript). To validate the band assignments from the MCR analysis of the aniso-TSFS data, we collected ARMES data from N-acetyl-tryptophan, N-acetyl-tyrosine, and mixtures of the two in a viscous solvent ( Figure   S-4 ). 1 This data was then analysed by MCR ( Figure S Monitoring thermal denaturation by ARMES 
